Abstract-Electrical conductivity and permittivity of biological tissues are important diagnostic parameters and are useful for calculating subject-specific specific absorption rate distribution. On the other hand, water proton density also has clinical relevance for diagnosis purposes. These two kinds of tissue properties are inevitably associated in the technique of electrical properties tomography (EPT), which can be used to map in vivo electrical properties based on the measured field distribution at Larmor frequency using magnetic resonance imaging (MRI). The signal magnitude in MR images is locally proportional to both the proton density of tissue and the receive field; this is a source of artifact in receive -based EPT reconstruction because these two quantities cannot easily be disentangled. In this study, a new method was proposed for simultaneously extracting quantitative conductivity, permittivity and proton density from the measured magnitude of transmit field, proton density-weighted receive field, and transceiver phase, in a multi-channel radiofrequency (RF) coil using MRI, without specific assumptions to derive the proton density distribution. We evaluated the spatial resolution, sensitivity to contrast, and accuracy of the method using numerical simulations of field in a phantom and in a realistic human head model. Using the proposed method, conductivity, permittivity and proton density were then experimentally obtained ex vivo in a pork tissue sample on a 7T MRI scanner equipped with a 16-channel microstrip transceiver RF coil.
as proton density and relaxation times (e.g., , , and ), and another defines the distribution of the radiofrequency (RF) magnetic field inside the object, such as the electrical conductivity, permittivity and magnetic permeability. Using MRI, quantitative parametric mapping of various types of tissue properties can provide insight into the fundamental aspects of tissue for both research and medical purposes.
Recently, there has been an increasing interest toward quantitatively imaging, in vivo, the electrical properties (EP) of biological tissues, including conductivity and permittivity , using the so-called electrical properties tomography (EPT) technique, based on the RF field (or field) measured during an MRI scan [1] [2] [3] [4] [5] [6] [7] [8] [9] [10] [11] . The electrical properties of tissue depend on multiple factors, such as water content, ion concentration, protein and fat composition, that can be significantly altered under pathological conditions. For example, substantial variations of EP at Larmor frequencies of water proton have been reported in various types of tumors, when compared with normal tissues [12] [13] [14] , suggesting that EPT may have the potential to be a noninvasive diagnostic tool in oncology.
Quantitative mapping of MRI-visible proton density is also a topic of great interest for several reasons. First of all, the coupling between and receive field need to be disentangled in order to implement EPT algorithms involving receive field. Based on certain assumptions to reduce bias on receive field, utilizing both transmit and receive fields, several EPT techniques [8] [9] [10] [11] , [15] have been proposed to quantitatively calculate the unknown absolute phase to overcome the limitation of half-transceiver-phase estimation at higher field strength [2] , [5] ; more recently, a gradient-based EPT algorithm demonstrated high quality in vivo images of human brain with high spatial resolution and reduced sensitivity to noise [15] . However, those EPT methods are sensitive to the experimental scenario where the utilized assumptions to remove bias are not valid. Secondly, quantitative calculation of the specific absorption rate (SAR) requires without bias [9] , [16] . Calculation of SAR involves derivative on both and . Careful calibration of magnitude and mapping of are needed to assure SAR calculation accuracy. Thirdly, quantitative mapping of can provide clinically relevant information in pathological conditions that are associated with changes in tissue water homeostasis, such as multiple sclerosis [17] , brain ischemia [18] , brain tumor [19] or interferon treatment of liver metastases [20] .
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removed. These include the relaxation times ( , and ), field distortion, and inhomogeneity of and . Whereas and can readily be measured, spatial variation of is particularly challenging to be disassociated from . One solution, using transceiver RF coils, is based on the reciprocity theorem [21] , assuming identical or symmetric profiles between and [9] , [10] , [15] , with the former being readily measured using various -mapping techniques [22] [23] [24] . However, as the field strength increases, this assumption generally does not hold because of the reduced wave length at higher frequencies. Meanwhile, the distribution of field strongly correlates with the imaged objects so that it becomes increasingly inaccurate to predict the receive profiles for a specific coil based on measurements obtained in a homogeneous phantom [19] . Another way for extracting is based on the unified segmentation approach [25] to remove the residual inhomogeneity of identified as the bias field map [26] , [27] . Although this approach improves the reconstruction accuracy compared to the reciprocity-based method, it may fail in presence of abnormal morphologies such as brain tumors [26] , [28] . The third strategy to quantify exploits the observation of linear relationship between and [28]- [30] . However, reconstruction errors again manifest themselves when brain diseases or injuries involving hemorrhagic, protein, fatty or calcification components are present with -hyperintense images [31] .
In this study, we proposed a novel method to quantitatively calculate the electrical properties ( and ) and at the same time. The measured and -weighted were taken as inputs into Maxwell's equations, which describe the RF wave propagation in a sample carrying specific distribution of electromagnetic properties. Proton density was calculated as a scaling factor of . The method was evaluated using simulated field in a digital phantom and in a realistic human head model. Experiments were performed to validate the proposed approach in a phantom including pork tissue on a 7T MRI scanner.
II. THEORY
During MRI scans, the induced time-varying field can be described by the time-harmonic Maxwell's equations at Larmor frequency. Combining Ampere's and Faraday's Law of Maxwell's equations, assuming the magnetic permeability of biological tissue to be equal to that of free space, and ignoring the component which does not contribute to MRI signal, the relationship between the electrical properties and field in the rotating coordinates can be written as [15] (1) and (2) where denotes the angular Larmor frequency of protons, the magnetic permeability of free space, the complex permittivity including both conductivity and permittivity , and g and g represent correspondingly and
. Here, is a gradient vector equal to ln .
Using MRI, the measured components include the magnitude , -weighted magnitude , and image phase . The image phase is a summation of transceiver phase between a transmit and a receive channel and the background phase, which can be induced by inhomogeneity, magnetic susceptibility, chemical shift, RF signal pathway delay, etc. Spatially variable background phase components can be imaged using -mapping techniques with multiple echo times (TE) while the RF signal pathway delay only contributes a spatially constant zero-order phase, which is eliminated in the differential operation in EPT.
The relative phase between arbitrary transmit or receive channels can be calculated as the difference of related to the corresponding transmit or receive channels. Taking transmit channel as the reference channel, denoting its unknown absolute transmit phase as , the transmit and receive fields can be written as (3) where includes the measured and relative phase of transmit channel , is a complex field with a -weighted magnitude of receive channel and transceiver phase , and denotes a correcting factor to account for the unknown .
Taking (3) into (1) and (2), they can be transformed into the forms of unknowns and measured components as (4) and (5) where the unknowns are , , , and . As we can see in (4) and (5), besides the first order components of the unknowns, there are second order polynomial or derivatives of the unknowns, and the complex permittivity is combined with the higher order terms. To derive a solution of , and , we combined their high order polynomial and derivative and in (4) and (5) and treated it as a new independent variable. With measured and of at least four transmit and receive channels, , and can be derived by solving a set of linear equations. Final maps of and can be calculated from the gradient and using the finite difference method, with at least one seed point providing a priori and absolute value of as introduced in [15] . The reconstructed EP or were evaluated using relative error (RE) and correlation coefficient (CC) as defined in (6) according to the corresponding ground true maps. (6) where is the value of reconstructed image on pixel and the ground true value.
III. METHODS

A. Simulation of Field
Electromagnetic fields, including , were simulated to evaluate the proposed method based on the finite-difference time-domain (FDTD) technique using SEMCAD X (Schmid & Partner Engineering, Zurich, Switzerland). In the simulation, a model of the 16-channel microstrip RF array coil [32] used in the following experiment was loaded with either a digital phantom ( Fig. 1(a) ) or the realistic Duke head model ( Fig. 1(b) ) from Virtual Family (IT'IS Foundation, Zurich, Switzerland). The models were discretized into voxels of in size. The z-axis is defined parallel to the head-foot direction. The tuning/matching circuits and the decoupling capacitors of the coil model were replaced with port in the FDTD simulation, and the resultant S-parameters were transferred into Advanced Design System (ADS) (Agilent Technologies, Santa Clara, CA, USA) where the coil was tuned, matched and decoupled at 298 MHz by optimizing the S-parameters. The final and fields of the sixteen channels at 298 MHz were calculated based on the port signal in the circuit simulation in ADS and the port signal and field maps in the 3D simulation in SEMCAD X [33] , [34] . Values of in cerebrospinal fluid (CSF), gray matter (GM) and white matter (WM) in the Duke head model were set to 1, 0.8 and 0.65, respectively [35] , and 1 for other tissues.
In the phantom simulation study, the effective spatial resolution and sensitivity for reconstructing EP and were evaluated. An elliptic cylinder was used as the outer compartment with dimensions set approximately about the overall size of a human head, with a length of 16 cm, a major axis of 20 cm and a minor axis of 15 cm. The electrical properties of the cylinder were chosen as the average of human brain tissue at 298 MHz [36] , with and , where is the permittivity of free space. Inside the cylinder, as shown in Fig. 1 , circular cylinders with diameters of 5 mm and 10 mm, and elliptic cylinders with a major axis of 20 mm and minor axis of 10 mm were included, organized on a 3 3 Cartesian grid with their longitudinal axis parallel to the z axis and their lengths being 16 cm. The three rows, carrying 3 different shapes each, were given the following pairs of (conductivity, relative permittivity): (0.61 S/m, 57), (0.83 S/m, 65) and (1.1 S/m, 72), and the corresponding values were 1.1, 1.25 and 1.5, respectively, normalized to the value of in the background (outer compartment).
The impact of noise was evaluated by adding independent and identically distributed random Gaussian noise, separately to the real and imaginary parts of the simulated complex and fields. The standard deviation of the Gaussian noise was determined to be 2% of the average magnitude of the corresponding field inside the object, resulting in an equivalent signal-to-noise (SNR) ratio of 50. When noise addition was applied, the data was smoothed, before further calculation, using a 3D Gaussian filter with a standard deviation of 1.2 voxels and a kernel size of 5 voxels in all three dimensions.
The input RF power to each channel was normalized to 1 W by taking into account the reflected power. The peak transmit magnitude of a single channel inside the object is about . The standard deviation of the added Gaussian noise is 1.4 nT for the phantom model and 1.3 nT for Duke head model.
B. Experiments 1) Phantom Preparation:
A phantom containing two compartments of different saline gel solutions and one inclusion of pork muscle tissue was built as shown in Fig. 4 (a). The outer diameter of the phantom was 12 cm. The main body (compartment #1) of the phantom was filled with a gel solution including Agar, NaCl, and deionized water with a mass ratio of 1.2:0.27:0.1:100. The electrical properties, measured with an Agilent 85070E dielectric probe and E5061B network analyzer (Agilent Technologies, Santa Clara, CA, USA) at 300 MHz, were and . A small balloon (compartment #2), positioned inside the main body as shown in Fig. 4 (a), was filled with a gel solution including Agar, NaCl, and deionized water with a mass ratio of 1.2:0.45:0.1:100, and the measured electrical properties were and . A block of fresh pork muscle (compartment #3), with measured electrical properties of and , was also immersed in the gel. MR experiments began less than 30 minutes after building the phantom to minimize diffusion of ion from meat into gel, which may change the conductivity distribution.
2) -Mapping Procedures:
The measured -related components included , , the image phase using transmit channel and receive channel , and the background map. A sixteen-channel transceiver microstrip RF coil [32] was used in the experiment. First of all, a -shimming configuration was applied in the mode [37] , providing strong around the periphery of the phantom, and the resultant flip angle (FA) map was imaged using the Actual Flip-angle (AFI) technique (maximum ) [23] . With one channel transmitting at a time, a series of small-flip-angle GRE (gradient-recalled echo, 10 averages) sequence was employed to calculate the magnitude after the GRE images were normalized by the sine of the measured AFI map [38] . The image phase was acquired from another scan, in the same single-channel-transmit mode, with a larger flip angle (maximum , 3 averages). In the same -shimming mode as the AFI scan, the -weighted magnitude was acquired using a GRE scan (maximum , and , 2 averages) and removing the sine of FA from the measured images. The map was calculated by taking the phase difference of a GRE scan at two TEs which were separated by 5.08 ms. All imaging sequences employed a voxel size of , and 12 contiguous slices ( ) were acquired in total.
3) Data Preprocessing:
The relative transmit phase map between channel and a reference channel was derived from all receive channels, calculated as where and are the MRI images received on channel when transmit channels and are used, respectively. The transceiver phase was derived from the image phase after -induced phase TE (with the gyromagnetic ratio and TE the echo time) was removed. The resultant complex relative transmit field and -weighted receive field were smoothed using a Gaussian filter with a standard deviation of 1.2 voxels and kernel of 5 voxels in all three directions. 
IV. RESULTS
A. Simulations
Results of reconstructed EP and of the phantom model are compared with the corresponding target maps as shown in Fig. 2 . The target distributions of EP are calculated based on Ampere's Law from simulated electromagnetic field data. A seed point at the center of the phantom was utilized. As can be seen, under the noise-free condition in Figs. 2(b) , 2(g) and 2(l), both EP and were accurately reconstructed in comparison with the target distribution. The REs and CCs of the reconstructed maps under the noise-free condition were , and . The line profiles extracted from the reconstructed results, shown in Figs. 2(d) , 2(i) and 2(n), reveal a high consistency between reconstruction and ground true values, and indicate that objects with a diameter as small as 5 mm and contrast ratio as low as 10% relative to the surrounding region could still be clearly detected.
The results of reconstructed EP and , when noise was included, are shown in Figs. 2(c), 2(e), 2(h), 2(j), 2(m) and 2(o). It can be seen that, overall, there is a good agreement between reconstructed maps and target distribution, and shaped compartments that are larger than 5 mm or with a contrast higher than 10% are clearly identified, even though fluctuation resulting from the noise addition is observed, especially between the inserted compartments. We notice that the peak values of reconstructed EP and inside the cylindrical objects under the noise condition are mostly lower Figs. 2(c) , 2(h) and 2(m), that the shaped compartments with only 10% contrast and 5 mm in diameter become difficult to be distinguished from the background due to the combined effect of added noise and applied Gaussian filter. Similar observations can be made for the corresponding line profiles as a function of compartment size and contrast in Figs. 2(e), 2(j) and 2(o).
Using the realistic Duke head model, the reconstructed maps of EP and are shown in Fig. 3 . The REs and CCs for the reconstructed EP and in different brain regions are presented in Table I . It can be observed that under the noise-free condition, the reconstructed EP and values were highly consistent with the target distribution. When noise was added, the reconstructed maps were still fairly consistent with the target maps, however they appear blurred due to the applied Gaussian filter, which is needed to mitigate the magnification of noise by Laplatian operator.
B. Experiments
Figs. 4(b)-4(f) show the experimental phantom with several measured parametric maps. In the -shimming mode, the transmit field (Fig. 4(b) ) is boosted around the circumference of the phantom (constructive interferences) whereas destructive interferences result in a region devoid of transmit field at the center of the phantom, which was excluded in the reconstruction algorithm. Over a fraction of its circular path, the boundary between the inserted balloon and the surrounding gel phantom can easily be followed as shown by the red arrow in the map (Fig. 4(c) ). Fig. 4 (f) clearly demonstrates the impact of proton density in the -weighted magnitude of receive , with sharp discontinuity in the corresponding map at the boundary between pork and gel.
The reconstructed EP maps are shown in Fig. 5 in comparison with the target maps based on the probe-measured values. Note that in the reconstructed maps (Figs. 5(b) , 5(c), 5(e) and 5(f)), the black circle in the center represents the region devoid of field that was excluded from the reconstruction. The reconstruction results of EP using either one or two seed points in compartment #1 are shown in Figs. 5(b) and 5(e) and 5(c) and 5(f), respectively. The results are consistent to each other regarding the selection of seed points. The reconstructed EP values using different seed points, summarized in Table II , are in good agreement with the probe measurement. The three phantom compartments are clearly identified in the reconstructed maps, with a sharp delineation of the boundary between the balloon and the cylinder. On the other hand, the boundary between pork and gel in the conductivity map is blurred, possibly because of diffusion of conducting ions into the gel in which the pork is exposed. The latter explanation is consistent with the sharper edge preserved in the permittivity map, since permittivity is less sensitive to the ion diffusion process. Middle: reconstructed conductivity (b) and permittivity (e) maps using one seed point located at the yellow asterisk in (a). Right: reconstructed conductivity (c) and permittivity (f) maps using two seed points in (a). The axis unit is cm.
TABLE II RECONSTRUCTED EP IN THE PHANTOM
The reconstructed in the phantom using the proposed method is shown in Fig. 6(a) , with calculated values that are comparable for the gel compartments #1 and #2 , which is expected since only the NaCl concentration was slightly changed between the two gels. The value of reconstructed is within the pork. We were not able to independently measure the actual distribution in the pork tissue for assessing the accuracy of the reconstructed results. However, an indirect evaluation consists in applying the calculated value to EPT reconstruction methods, which implicitly rely on unbiased maps, and evaluating the corresponding calculated EP. In the present case we followed this approach using the gradient-based EPT (gEPT) algorithm [15] . We also compared two additional methods for estimating that are based on some -pattern assumptions: one assumes an approximate mirroring symmetry between the sum of transmit magnitude and that of receive magnitude through all channels in a transceiver coil symmetrical about the y-axis: [10] , [15] , while the other assumes an approximate identity between the two sums under the same coil geometry assumptions [9] , [39] . As can be seen in Figs. 6(b) and 6(c) , the estimated distributions based on -pattern assumptions Figs. 6(e) and 6(h) and 6(f) and 6(i), which were obtained using the gEPT algorithm and estimated from -pattern assumptions, clearly depict larger EP erroneous deviations than the reconstructed EP maps using gEPT and calculated with the proposed method (Figs. 6(d) and 6(g) ). This is especially noticeable in the permittivity maps. These findings are supported by the quantitative evaluation of the reconstructed EP using REs and CCs as shown in Table III . The larger impact of on permittivity results is consistent with the theoretical analysis that indicates that permittivity is more closely related than the conductivity to the magnitude of field [5] . Fig. 7 . Reconstructed proton density and its effect on the accuracy of EP reconstruction using the gradient-based EPT (gEPT) algorithm in a phantom-mimicking simulation study. Images in each column represent (a-c) target maps of , conductivity and permittivity , (d-f) reconstruction of based on the proposed method, and reconstructions of and using gEPT algorithm and the reconstructed in (d), (g-i) reconstruction of assuming identical summation pattern, and reconstruction of and using gEPT algorithm and the estimated in (g). The symbol " " indicates seed points. The axis unit is cm.
In Fig. 6 , one can observe the deleterious consequences, on gEPT based EP reconstruction, of inaccurate estimation derived from -pattern assumptions (resulting in inaccurate receive magnitude maps). It can be noticed that errors spatially proprogate not only near boundaries but also in homogeneous regions. The impact on EP reconstruction of estimation inaccuracy was further investigated in a simulation study with a model reproducing the tissue phantom and the RF coil. Probe-measured electrical properties (listed in Table II) of phantom compartments were assigned to the simulation model. The proton density of the model was taken as the calculated value: 0.85 for "meat" and 1 for the rest. The results are shown in Fig. 7 . By visual inspection, the reconstructed using the proposed method is consistent with the target map while the pattern-based estimation (assuming ) shows obvious errors. The error pattern in Fig. 7(g ) is similar to that in Fig. 6(c) . Meanwhile, the reconstructed EP results in Figs. 7(e) and 7(f), using calculated with the proposed method, indicate much higher fidelity than those in Figs. 7(h) and 7(i) obtained using the -pattern approach, especially in reconstructed . The REs and CCs of the reconstructions are , and based on the proposed approach, and , and based on the -pattern assumption.
V. DISCUSSIONS
In this study, for the first time, quantitative distribution was rigorously calculated based on measurable information in MRI, along with the electrical properties. Different from other approaches exploiting various assumptions such as the reciprocity [9] , [10] or the relationship [28] , [29] , the proposed method calculates by solving the Maxwell's equations involving transmit and receive field, exploiting the multiple channels available in a transceiver array. The method was first evaluated using simulated field, and the results showed strong similarity between, on the one hand, the reconstructed and electrical properties and, on the other hand, their target values. The method was further validated using a physical multi-compartment phantom on a 7T MRI scanner. The experimental results demonstrated accurate EP reconstruction, based on measurements, when compared with direct dielectric probe measurement. Significant improvement in estimation was found with the proposed method compared with pattern-based approaches.
Compared to a previously proposed gradient-based EPT (gEPT) technique [15] , which has been shown to provide improved robustness against noise and increased performance near tissue boundaries, the major advantage of the proposed method is that it aims at rigorously calculating from the measured information. It expands the generality of the gEPT method, and it is independent of particular geometric assumptions about the object or the coil for estimation that typically tempt to fail at higher field. At the same time, quantitative map is estimated and can be useful for understanding lesions causing tissue's water content change. The resultant unbiased magnitude of receive field is also desirable for accurate estimation of SAR [9] , [16] , which is an important safety concern at high field. As can be seen in (4) and (5), in order to calculate , the transceiver phase for each pair of transmit and receive channels is utilized together with the magnitude and as input. As a common approach in EPT studies [5] , [8] , [9] , [40] , utilizing the transceiver phase requires removal of background phase resulting from inhomogeneous field distribution, susceptibility-induced distortion, chemical shift and eddy current induced phase accumulation. On the other hand, EPT methods, such as gEPT, using only relative phase between individual channels [10] , [11] , [15] , are insensitive to possible residual background phase. As suggested by our results in Fig. 6 , an optimized strategy could consist of applying the calculated distribution to the gEPT algorithm, thereby taking advantage of the robustness of the relative phase measurement offered by the latter.
Similar to several other EPT techniques [8] [9] [10] [11] , [15] , the method proposed in this study relies on using data from multiple RF channels to derive multiple unknowns related to absolute phase, EP and . In principle, at least four transmit channels are needed to derive the gradient of absolute phase based on (4); likewise, at least four receive channels are needed to calculated -related gradient in (5) . Considering the wider availability of eight-channel rather than sixteen-channel RF systems, we have also evaluated (data not shown) in simulations the proposed method using only eight equally distributed RF coil elements (based otherwise on the same structure as that of the sixteen-channel coil), loaded with the Duke head model. These simulation results were highly similar to those shown in Fig. 3 with sixteen channels. With only four evenly distributed channels, however, the results were pejoratively affected by the overall limited spatial coverage provided by only 4 channels to an object with the size of a human head. A particular case may be considered for 1.5 or 3T scanners. Indeed, on the clinical scanners , multi-channel transmit resources are most often not available, however, standard clinical scanners are typically equipped with multiple receive channels (32 channels are very common). Thus, one potential strategy with these single-channel transmit systems would be to first estimate the absolute phase of the quadrature birdcage volume RF coil (almost universally used for RF transmission on clinical systems) by using the latter in transceiver mode [2] , [6] . Then, in a second step, could be calculated using the multiple receive channels and the estimated phase by solving (5) . Note that, at such lower field both the phase assumption and pattern-based estimation may be more readily valid. Therefore, their respective accuracy and advantage for estimating would need to be further investigated.
The sensitivity and spatial resolution for detecting contrast in both EP and were evaluated in the simulation study as shown in Fig. 2 . It can be seen that down to the relative contrast ratio of 10%, the proposed method is able to detect small regions of different EP, at a much smaller spatial scale than that of the wavelength of the probing RF field. We attributed these performances to the high spatial resolution obtained in MRI acquisitions, which is a general advantage of the EPT technology, and to the enhanced near-boundary performance and noise robustness of the proposed algorithm in which spatial gradient of EP is integrated to derive the final EP maps. Due to the noise-reduction spatial filter, the effective resolution of the reconstructed EP and maps is less than that of actual MRI images, with an evident smoother appearance for the results obtained with experimental data as well as for those obtained in simulation studies when noise addition is performed. This points towards the need for exploring, in future studies, fast and unbiased mapping techniques to achieve high SNR in the measured data in order to reduce or alleviate the use of spatial filters.
In this study, the EP and values of the seed points were assumed to be known in order to calculate the final maps using the corresponding gradient. A frequent approach in semi-quantitative MRI or spectroscopy consists in normalizing metabolites or in various tissues by comparison to the value of a reference tissue such as ventricular CSF for intra-cerebral studies. Similarly, in the current study an arbitrary value of can be assigned to a seed point. However, there is a growing interest in the absolute values of EP, and it may be impractical under some in vivo conditions to find seed points where absolute EP values are assumed to be known. Incorrect assignment of these seed point values can shift the global reconstructed maps. As can be seen in (4) and (5), although the local absolute EP value in can be calculated pixel-by-pixel once gradient of absolute phase, EP and are determined, this local pixel-wise EP solution is subjective to error propagation during reconstruction. Recently, we have proposed an algorithm to sample useful absolute EP value in the reconstructed local EP solution [41] . The method utilized the local EP solution to provide absolute EP value reference, and at the same time, improved EP reconstruction performance using gradient from measured as a global constraint. It is straightforward and expected to be more accurate to incorporate the full gradient vector as provided in the proposed method here.
Including the proposed method, EPT algorithms concerning inhomogeneous EP distribution involve the z-component of field in their equations [4] , [10] , [15] , [40] . However, currently there are no methods to directly access the component using MRI. In this study, using the longitudinal microstrip coil elements, satisfactory results were obtained by neglecting near the middle session of the coil along the z-axis, following the similar strategy adopted in previous EPT studies [10] , [15] , [40] . This can be seen as a restrictive condition limited to certain types of coil geometry, potentially incompatible with other coil elements involving a larger contribution, such as loop coils with conductors perpendicular to the z-axis. Recently, Katscher et al. proposed, in numerical simulation studies, methods for estimating based on Maxwell's equations [42] , [43] . Further work is needed to determine the practical value of the proposed approach for estimating in experimental studies. As we can see in (4) and (5), assuming negligible , the object for solving the equations is essentially deriving a system of nonlinear partial differential equations (PDE) involving the unknown absolute phase, EP and . In previous studies, various assumptions have been exploited to gauge the absolute phase [2] , [5] or distribution [10] , [15] . Assuming known absolute phase, Hafalir et al. developed a linear PDE-based EPT approach (cr-MREPT) [40] , and explicitly utilized the spatial relationship between the EP of different voxels, which is carried in the derivatives, to improve the results near boundaries and the robustness to overcome disruption induced by measurement noise. However, reconstruction error increased when cr-MREPT was evaluated using the estimated phase based on the half-transceiver-phase assumption. In this study, the final EP and maps were derived in two steps: 1) the gradient of EP, and phase were calculated using multiple channels of data and 2) spatial integration was carried out on the gradients to obtain the final maps. Unique solution was obtained when multiple channels of data were available. Future work will explore algorithms to solve the distribution of phase, EP and in the nonlinear PDEs as shown in (4) and (5) in one step. They are expected to give more robust reconstruction results by taking advantage of the spatial relationship between voxels and avoiding error propagation across steps.
VI. CONCLUSION
In this study, for the first time, we have developed a new method to quantitatively map proton density distribution, together with electrical properties distribution, using the field information measured with an MRI scanner. The method was evaluated and validated both theoretically in simulation studies and experimentally in a physical phantom on a 7T scanner. The results demonstrated high spatial resolution and high sensitivity to contrast in reconstructed EP and . The method improves the generality of EPT algorithms utilizing both transmit and receive fields, devoid of specific assumptions to obtain distribution which is coupled with receive field in MRI measurement. Accuracy of reconstructed maps was improved compared to previous estimation based on -pattern assumptions.
This method is expected to help improve EP-based noninvasive in vivo tissue characterization and provide a new way for estimating quantitative map for diagnostic and research purpose.
